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PREPACE

This report summorarizes the types of radiac instruments and film badges

used at atmnosphreric nuclear tests (1945-1962) and discusses accuracies, variance,

and performance criteria as applicable. The meanings assigned to accuracy by the

* authors of referenced documents cannot be explained in detail or corrected within

the scope of this report or with docimentation available at this time.

Because data will be used in answering a variety of inquiries, they are

* as exact and fully documented as possible. This explains why some instrwients are

listed under a variety of different names. Nevertheless, each is listed -- exactly

-as given in the reference. In some cases, different references list different

*accuracies for the same film badge, and both accuracies are listed. Such

preciseness may somewhat confuse the reader, but ensures historical accuracy.

As will be seen, not all accuracies have been documented. Hoeverf

rather than withhold the rpt, estimates are used in some instances. In such

* cases these are clearly indicated and the source of the estimate is given in the

List of References.

It should be noted that this report only includes those radiac instru-

* ments, pocket dosimeters, and film badges which were used to measure ionizing

radiation exposures and assign doses received by participants. It does not cover

in detail those special types used for various experimental programs or projects.

More detailed data and additional information are solicited for suc-

ceeding revisions. These should be sent (with references or backup material as -

* ~available) to the Defense Nuclear Agency (NPR).Aceso 7'-
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While specifics concerning radiation detection instruments, pocket - -

dosimeters, and film badges used during 1945-1962 are covered in Section 3, this

introduction provides information on general accuracy considerations in this

report. It is keyed to the level of the general reader who has had limited

scientific experience or training. Basic information on alpha, beta, gamma, and

x-radiations (especially regarding their detection and measurement) is given first

to familiarize the reader with their characteristics.

CHARACTERISTICS OF ALPHA, BETA, GAI9AA, AND X-RADIATIONS

Alpha, beta, and gamma radiations are emitted from the nuclei of atoms

while x-rays originate outside the nucleus. X-rays result when negatively charged

electrons release energy by being slowed down when they come near the positively

charged nucleus or when electrons orbiting the nucleus release energy as they drop

into lowr energy orbits. X-rays are bundles of electromagnetic energy (like
radio and TV signals or light) that are called photons. X-ray photons and gamma

photons of the same energy are identical except for their origins.

Gamma photons originate in the nuclei of unstable nuclides (radio-

nuclides). Camma photons are emitted alone or with particles from these nuclei.

Most radioactive fission products created during a nuclear detonation emit gamma

photons with beta particles. Beta particles are high-speed electrons of nuclear

origin.

1he nuclei of all atoms consist of protons, which have positive charge,

and neutrons, which are neutral as indicated by their name. In the nuclei of

certain radionuclides, a neutron may spontaneously change into a proton, while .
emitting a negative beta particle and an anti-neutrino (a neutral and very light

particle compared to the electron, with essentially no weight, i.e. mass). Beta

particles are emitted with a range of energy up to a maximum depending on the

particular radionuclide. Gamma photons (uncharged) also may be emitted from many

fission product radionuclides.

5
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Another type of radioactive decay involves the emission from the nucleus

of a particle consisting of two protons and two neutrons. This emission, called an

alpha particle, is identical to the nucleus of a helium atom. Alpha particles are

very heavy compared to beta particles or photons.

One way photons (gamma and x-ray) ionize atoms is by stripping orbital

electrons to create a free negative electron and the positively charged remainder

of the formerly neutral atom. The negative electron and positively charged

residual atom are called an ion pair. Beta particles create ion pairs by col- -

lisions with orbital electrons. Alpha particles, with two positively charged
protons, also form ion pairs by removing electrons. Each ionizing event decreases

energy of photon or particulate radiation until, eventually, the sun total of

photon energy is insignificant, the beta particle joins the sea of electrons around

us, or the alpha particle acquires and keeps two electrons to become a neutral

helium atom.

Because alpha particles are so heavy, they are relatively slow, and also

because they ha,7e two positive charges, they create many ion pairs along very short

path lengths in air. For example, alpha particles emitted from plutonium-239

travel only 3.7 centimeters in air (about 1 1/2 inches), and most alpha particles .. -

can be stopped by a sheet of paper. rthus, alpha particle detection and measurement

instrunents must have very thin "windows" (like mylar or similar lightweight
material) to permit alpha particles to pass into the detection chamber.

Beta particles are very light, are relatively fast, do not create as many

ion pairs per unit of track length as alpha particles, and travel up to several

tins of feet in air depending on their enerqy. Most beta particles are stopped by -

a quarter-inch of aluminum or a thin steel shield. Thus, beta particles enter a

detection chamber through light material such as mica or plastic. If a metal

shield is placed over this beta "window," thpn gamma radiation, which still passes

through the metal shield, produces a measurement which can be subtracted from the

beta plus gama measurement to obtain a beta measurement.

Garrma photons only have mass because they are moving, are uncharged,

travel at the speed of light, and produce zero to several ion pairs per centimeter .

of track length in air. Consequently, they theoretically have infinite range, but

6
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practically penetrate deeply in most materials before being absorbed to insignifi-

cant amounts. For example, one inch of lead will reduce average energy fission

product gamma radiation to about one-tenth of its original intensity. Thus, gamma

measuring instruments can have substantial thicknesses of metal or other materials

around their detection chambers.

PORTAhE RADIATION DETECTION (RADIAC) INIUME•-..

Several different types of portable survey instruments were used to

detect and measure ionizing radiation intensity and ionizing particles emitted from

radionuclides. All of these instruments measure radiation indirectly by detecting

and evaluating ionization events caused by the radiation in some medium. The types

of instruments differ primarily in the medium in which an event takes place and in

the method by which an event is detected and measured. Most portable survey

instruments fall into two general categories: gas ionization detectors and

scintillation detectors. The gas ionization detector takes advantage of the

ionization produced when radiation passes through a gas (which may be air); the

scintillation detectors depend on the property of certain materials to emit light

(scintillate) when exposed to ionizing radiation.

Gas Ionization Detectors

As the name implies, this category of detectors uses a gas as the

detection medium. The typical detector consists of a cylindrical, rectangular, or

other shape chamber with a wire through the cylinder or some distance from a wall

of the several other chamber shapes. This wire is insulated from the chamber wall

and a voltage potential exists with the chamber wall negative and the wire

positive. The chamber is filled with air or a gas, and this gas-filled space

serves as the sensitive volune. Radiation entering the sensitive volune can ionize

the fill gas. Ionization produces free electrons which, because they are

negatively charged, are attracted to the positive wire (anode). The current or

pulse of electrons is amplified and a calibrated meter indicates the radiation

intensity.

The three basic types of gas ionization detectors are the ionization

7
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chamber, the proportional counter, and the Geiger-Mueller (GM) detector. The

primary differences between these detector types are the amount of voltage

potential applied between the anode and the chamber wall and the radiations

detected.

The ionization chamber instrument operates at a voltage potential great

enough to cause free electrons produced by ionization events taking place in the

chamber and walls to move rapidly toward the anode with essentially no

reccmbination of ions. The rapidly moving ions, however, do not have sufficient

energy to cause secondary ionizations. Because no secondary electrons are

produced, ion chamber instruments are relatively insensitive. Their primary use is

measuring high-range gamma radiation.

By increasing the voltage potential, the free electrons produced by the

original ionizing events can be accelerated to the point that they cause additional .

ionization events as they are attracted toward the anode. The secondary ionization

electrons also may produce additional ionization, the subsequent electrons may

produce ionization, and so forth. This avalanche of electrons may be as great as

10,000 times the number of initial negative ions formed, creating a large current

pulse.

In this voltage region, individual alpha particles entering the chamber

volume can be detected. The higher ionization of alpha particles causes larger

pulses than beta particles and gafrma photons. By setting an electrical gate to

count only large pulses, the counter becomes a convenient alpha counter. Because

the size of the pulse detected is proportional to the initial number of ionizations

produced by particles entering the chamber, alpha detecting instruments operating

in this voltage region are named proportional alpha counters (PAC).

If the voltage potential is greatly increased, ionization can be

amplified to the point that nearly all of the gas in the chamber is ionized in an

avalanche of electrons whenever a single ionizing event takes place, compared to an

electron avalanche only in one part of the chamber in a proportional counter.

Detectors operating at this voltage, thus in this greatly increased sensitivity

region, are called Geiqer-Mueller ((4) detectors. Such detectors are best suited

for monitoring low-level radiation where hiqh sensitivity is needed, while

8
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* ionization chamber detectors generally are used as high-range instruments.

Gas ionization instruments can be used to detect all forms of ionizing

radiation. Since the radiation must penetrate the chamber before it can be

detected, the type of radiation to be measured must be considered in the chamber

design. For example, a chamber well of an alpha radiation detector must be

constructed of ultra-thin, lightweight material that will allow entry of a majority .. -

of incident alpha particles. On the other hand, the chamber walls of a gamma

detector can be fairly substantial because gamma rays are highly penetrating. The

chamber wells of beta-gamma detectors normally have a thin window of mica or other

light material that can be exposed or shielded depending on whether or not beta

particles are to be detected. Thus, beta radiation readings are obtained by

subtraction of closed-shield gamma readings from open-shield beta plus gamma .-.

readings. .. *-"-

Scintillation Detectors

Another kind of portable survey meter is the scintillation detector.

This detector consists of a fluorescent material that emits light (scintillates)

when irradiated, and a system to convert the light into electrical energy, amplify

it, and measure the electrical output. Scintillation detectors can detect alpha

and beta particles, and are especially efficient in measurinq gamma radiation.

Measurement Accuracies

Accuracies of ion chamber, G4, and scintillation detectors generally are

specified as plus or minus a percentage of full scale meter deflection or as a I .

percentage of any meter position. These accuracies are the accuracies of the

meter, and it is assumed that the instrument is not defective, is operating

properly, and has been appropriately calibrated for the radiation to be measured.

Instrument meter accuracies generally are those stated in this report. %here ---

references were not available, instrunent accuracies were estimated by using the

least accurate of similar instruments referenced. Other factors may decrease

stated accuracies of the instrument under field conditions: use of defective

instruments, poor calibration procedure, measurement of radiation energies or types

not calibrated for (particularly if instrument is energy dependent), gross changes

9
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in altitude of instrument use if detection chamber gas pressure changes, and damage

to the instrument during use. Actual field errors of these types were minimal if

technicians and monitors were well trained and followed correct procedures.

Some of the GM detectors used during the early testing years were subject

to another source of error called "saturation." This problem occurred when the

instrument was taken into a gamma field much higher than the maximurn range of the

instrument. Fbr example, if an MX-5 GM detector were taken into a 1 roentgen per

hour (R/h) field, the meter reading could decrease from its maximum of 0.02 R/h to.

a false reading of 0.015 or 0.01 R/h. -

I.

The three types of "quenching" (of the electron avalanche pulse - so

another could occur) were with organic gas, halogen gas, and external electronic

circuitry. Only the first type, a few percent of polyatomic or ethyl alcohol (a

gas at low pressure) normally mixed with argon gas, suffered this problem. Because .-

pulses were not being registered during quenching, the ionized organic qas -

molecules could not recombine fast enough in high radiation fields to maintain

necessary quenching and, subsequently, an adequate nLmber of pulses to register

full-scale readings.

If organically quenched rC4 detectors were operated above scale limits

long enough, or in very high gamma radiation intensities, permanent tube damage

occurred. Normally, the organic gas in the tube would not decompose or "wear out"

enough to affect instrument operation until after a long period of use. High gafma

fields, however, could cause positive residual organic molecules to plate on the

inside of the tube wall, or negative residual molecules to plate on the anode,

reducing quenching capability enough to cause instruments to malfunction.

This problem apparently was observed in 1948 when the procedure was to

carry a high range ionization chamber detector with the low range GM detector, and -

turn off the G4 detector if intensities above its range were encountered. Almost

all orqanically-quenched GM tubes were replaced with halogen-quenched tubes, which

did not "saturate," before the total test ban began in 1958, and use of organi-

cally-quenched tubes was rare when nuclear testing resLmed in 1961.

10 ""
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PERSONNEL DOSIMETER INS.RENTS

Pocket dosimeters generally are used to determine the wearer's external

* " exposure to x- and gamma radiation. These devices are %orn by personnel working in . .*-.,-

. a radiation environment. Dosimeter is the name applied to a class of radiation V

detection equipment. Dosimeter means dose (radiation) meter (measurement). Self-

reading pocket dosimeters were instruments which enabled wearers to observe --

- information on their cumulative exposure while in a radiation area, but pocket

chamber instruments were read with calibrated equipment after the wearing period.

These dosimeters were used primarily to measure x- or gamma radiation.

Pocket Chambers

Pocket chambers are small dosimeters about the size and shape of a

fountain pen. They are simplified ionization chambers with the cylindrical chamber 7L

wall insulated from the central anode which has a capacity for charge. A known

amount of positive static charge is put on the anode with a charger contacting both

the anode and the outer case (which extrude and are insulated from each other at

one end of the pocket chamber). During use, electrons released by ionization

events in the chamber are drawn to and neutralize the anode's positive charge.

After use, the remaining charge is measured with a combination charger/reader and

compared with calibration data to determine amount of gamma exposure.

Disadvantages of pocket chambers are a number of inaccuracies - almost

all of them resulting in overestinates of exposure. The chamber wall cannot be too

heavy or electrons from ionization events in the wall will be too numerous, and the

capacity for charging must be too great to have a useful exposure range. Also, if

the wlls are too heavy, low energy gamma photons cannot penetrate the chamber.

Calibration of the chamber to the energy spectrum to be encountered solves the

problem of detecting low energy qamma. Maximum energies of many fission product

beta particles, however, are sufficient for them to penetrate the walls. With

greater ionization in air than gamma photons, a relatively small amount of high-

energy beta radiation can cause a significant over-estimate of gamma exposure.

A small amount of moisture at the end of the chamber where the anode and

wall contacts are insulated can result in leakage of charge and subsequent over-

11 " .
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estimates of exposure. A cracked or otherwise deficient insulator can cause the

samne problem.

The pocket damber was not convenient for use during atmospheric testing

because it did not provide exposure information during exposure. This

inconvenience plus the several sources of error caused the pocket chamber to have

limited use.

Self-reading Pocket Dosimeters

These dosimeters are essentially the same shape as pocket chambers and

the operating principles are similar. A major difference is inclusion of a

miniature electroscope and scale. An electroscope has two hinged leaves or arms.

When a charge is applied, the arms repel themselves, and when the charqe is

neutralized, the arms come together. In a self-reading dosimeter, one arm is fixed

and the other is a metal-coated quartz fiber which noves along an exposure

scale.

Positively charging the anode contact, which is the electroscope, moves

the quartz fiber to zero on the scale. As ionization neutralizes the electroscope

charge, the quartz fiber moves up scale toward the fixed arm and indicates

accLnulated exposure on the scale. The scale can be observed at any time by

" looking through the dosimeter toward daylight or an artificial light source. An

optical system magnifies the scale and quartz fiber for viewing. Typical maximuxn

ranges of self-reading pocket dosimeters are from 0.2 R to 10 R.

The same accuracy considerations apply as with pocket chambers. Thus, it

was not uncommon under high humidity conditions (as in the Pacific) to leak charge

and overestimate gamma exposure or to experience overestimates because hiqh-energy

beta radiation was present. In addition, dropping and jarring self-reading dosi-

meters can cause the quartz fiber to move up scale when no exposure has occurred.

For these reasons, two dosimeters usually were worn together, and the lowest

reading was taken as the exposure estimate. Figure 1 shows typical pocket

dosimeters.

12



. v .. -

•

" 
2 . '. . '.

• . .

Figure 1. Pocket Dosimeters.
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Figure 2. Film Badge Holder.
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FURM BADGE DOSDMETERS

Photographic film is sensitive to ionizing radiation just as it is to

light. Developed and processed film that has been exposed to radiation will

exhibit a darkening or increased optical density that can be related to the degree

of exposure. The net optical density (above background density) can be measured

with a densitometer and compared with a calibrated standard to estimate the

exposure. Using this technique, photographic film worn as a personnel dosimeter

can be used to measure an individual's cumulative gamma radiation exposure.

Typically, the film is wrapped in a light-tight caper packet. Over the

packet are areas filtered by metal or combinations of metal to accomplish two.

primary qoals. First, the over-response of film emulsions to low energies of the

sane dose from photon radiation must be compensated for. Secondly, metallic

filters amplify the ionization effects of gamma radiation on the film emulsion so

that the initially low specific ionization of gamma photons becomes amplified in a

filter and the resulting higher net optical density is more easily measured.

Metallic filters sometimes were imbedded in a plastic film holder. A typical film

badge holder used for occupational exposure dosimetry is shown in Figure 2.

Photographic film will respond to the ionizing effects of any radiation

that reaches it. The paper wrapper stops alpha radiation and low energy beta

radiation. The metallic filter absorbs most of the higher energy beta articles.

Thus, net optical density of the processed dosimetry film under the metallic filter

is a reasonable indication of the gamma dose received by the wearer.

Although neutron radiation does not cause sufficient ionization to affect

the film directly, film can record ionization caused by secondary radiations

produced from neutron interactions with certain metallic filters. Also, high

energy neutrons cause tiny tracks by proton recoil in special film emulsions.

Under magnification, these tracks can be counted and dose calculated. However,

neutron film dosimetry was in its infancy at the time of early atmospheric nuclear

tests, and such dosimetry was not widely used.

144
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Film Badge Beta and Gamuma Dos'in-try

Darkening of developed film can be related to gamma exposure of the -

wearer because the same type of film packets and components have been exposed to

known anounts of gamma radiation from sources of similar energies to the exposure ... * -'

energies.

Beta exposures cannot be so easily related. The primary reason is

low-energy gamma photons that are partially attenuated by the metallic filters have

a darkening effect on unfiltered areas of film emulsion that is much greater than -" "

the same exposure of high-energy gamma photons. Thus, the total darkening of film

outside the metallic filter areas may result from a combination of low-energy gamma

and beta exposure and cannot be used without additional information for

quantitative determination of beta exposure.

Although attempts were made to monitor beta radiation exposure during

early atmospheric testing operations, film dosimetry was mainly applicable only to

gamma radiation exposure. In addition, accuracy of determining gamma exposure with

film badges was dependent on a number of factors. For example, similarity of an

exposure energy spectrum to the calibration spectrum determined whether laboratory

calibrations and accuracies in laboratory processing applied to field exposure -. .

conditions. Also, most errors in film dosimetry were caused by environmental

conditions and their effects on film emulsions during storage and use in the field.

Light, heat, pressure, and age damage were among the causes of increased and

extraneous optical densities. Only with the rare combination of maintained high

humidity without water condensing on or in film packets did latent images fade and

underestimation of doses possibly occur. Conversely and more likely, if packets

became damp, increased density resulted, and exposure was overestimated. For this

reason, film packets used in the Pacific during several test operations were

waterproofed. Thus, almost all errors in film dosimetry from environmental effects

resulted in assigning more exposure to an individual than actually occurred.

Film Badge Accuracies

Film dosimeter accuracies also are a function of dose. All low-exposure-

15
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range film component exhibit only a slight increase in developed film optical

density with minimum gamma exposures. At higher levels of a few tenths of a

roentgen exposure, the film dosimeter becomes more accurate. It is in these

exposure ranges that most of the percentages of exposure accuracy in the body of

this report are quoted.

Laboratory calibration accuracies for different film packets at still

higher exposures generally vary from + 5 to + 20 percent of the determined

exposure. At lower exposures (i.e. 0.05 R), accuracy decreases considerably. That

is, at minimum film density levels, a slight error in density determination could

result in a very large percentage error in exposure determination. For example, an 7;

actual exposure of 0.025 R could be overestimated by 100% as 0.05 R.

It is fortunate that these very large percentage errors occur only at

very low exposures, where error in total exposure is small, or at very high

exposures where a second, higher exposure range film component usually was included

in the packet for density measurement and exposure evaluation. Most of the errors

are positive and result in assigning more exposure than actually occurred. In

Figure 3, the graph shows laboratory film badge variance at different amunts of

gamma radiation exposure as determined during testing of 35 film badge processors

by Battelle Northwest Laboratory in 1967 (Ref. 81, 82). Film badge accuracies

during most atmospheric nuclear weapons testing series probably were similar. For

TRINITY, 1945, and CROSSROADS, 1946, minimum detectable exposures were only 0.1 R

and 0.04 R, respectively, and accuracies were somewhat less than in later

operations. Thus, estimated accuracies for these test operations are indicated by

the dashed curve on the graph. It is emphasized that essentially all of the errors -

resulted in assigning more dose than actually was received.

Film dosimeter exposure determinations usually were supported by other
information. For example, if a film packet for a particular individual exhibited
signs of damage and unusually high exposure, dosimetrV results for a companion or

recorded exposure rate measurements from the work area could be consulted to

confirm or reassign a correct exposure amount. Further, if a damaged film could

not be interpreted, such additional information could be used to assign a reason-

ably correct exposure.
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SHCTICN 2

SPEIFICS OF MAJOR RADIAC IN 11'S

This section ontains, in alpiabetical order, a brief sumary description

of the chief portable radiation detection instrunents used during atmospheric

nuclear testing. It is not all-inclusive nor is it leveloped in great detail.

Readers desiring more information should consult the appropriate publications from

the Reference List in this volumie, especially those numbered 53, 77, 78, and 79.

Many instrumients had several designations: a military JAN ("Joint Army-

Navy") number, an ABC number, and the manufacturer's model number. Normally the JAN

designation is given first in this section with other designations in the "remarks"

portion. All designations or model numbers, When known, are cross-referenced in the

Index. IL.

AN/PDR-'-1
Nam: Ionization chamber survey meter

Purpose: Detect high range qamm,' radiation

Manufacturer: Kelly-Koett

Range (mR/hr): 0-5; 0-50; 0-500; 0-5,000; 0-50,000

Shape: 10" x 6" x 7"

Weight: 10#

Remarks: First ionization chamber gamma survey meter built to military

specifications; also called SIC-18A or K-350.

AN/PDR-Tr-2

Nam~: Geiger-Mueller counter for beta-gamma survey

Purpose: Detect low range beta-gamrna radiation

Manufacturer: El Tronics

Range (mR/hr gamma): 0-0.5, 0-5, 0-50

Shape: 10" x 6" x 7"

Weight: 9# (approx)

Remarks: Replaced by AN/PDR-27 series. Also termed El Tronics Model PR-2.

....-.18....:.,
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AN/PDR-5

Namne: Geiger-Mueller cuunter

Purpose: Detect beta-ganma radiation w

Manufacturer: Victoreen

Range (mR/hr): 0-0.2, 0-2, 0-20 A

Shape: 12 1/4" x 3 1/4" x 8 1/2"

Weight: 13.4#

Remarks: Al so called Model 263A, 9GM-2B, and IM-1M/PD.

A14'PDR-7-

Name: Geiger-Muller cnunter

Purpose: Detect beta-qanina radiation

Manufacturer: Nuclear Instranrent an'i Chemical Co.

Range (mR,/hr): 0-0.2, 0-2, 0-20

Shape: 11" x 6" x 4"

Weight: 11.6*

Remarks: Also called Model 2610, ")-4B, and IM-8/PD.

AN/PDR-8

Nm: Geiger-Mueller ounter

Purpose: Detect beta-garrna radiation

Manufacturer: Hoffman, W-A, Pamiral

Range (mR/hr): 0-0.5, 0-5, 0-50, 0-500 (beta indication on first two scales)

Shape: Kidney-shaped, about 10" x 6 1/2" x 7"

Weight: 11.5-14#

AN/PDR- 1 OA...

Nane: "Poppy"

Purpose: Portable alpha proportional counter

Manufacturer: General Electric

Range (full scale meter, counts/min): 1,000 and 10,000

Shape: 12 1/2" x 4 1/2" x 2 1/2" (approx)

Weight: 5#

Remarks: Req~uired an extremely we*ll-trained operator.
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AN/PDR- 15

Nmne: Geiger-Mueller counter

Purpose: Detect beta-gamma radiation

Manufacturer: -

Range (mR/hr): 0-0.5, 0-5, 0-50, 0-500 (beta indication on first two scales)

Shape: "flat iron" 11 1/4" x 4 3/8" x 3 1/2"
Weight: 11# -

AN/P[1R-1 8 type

Nam~: Photomultiplier survey meter

Purpose: Gamma scintillation counter

Manufacturer: .
Range (R/hr): 0.5, 5, 50, 500

Shape: 6" x 4" x 10" (approx)

Weight: 8 1/2# (max)

AN/PDR-26

Name: Geiger-Mueller counter

Purpose: Detect beta-gama radiation

Manufacturer: El Tronics

Range (mR/hr): 0-0.2, 0-2, 0-20

iape: 9 3/4" x 5" x 6"
Weight: 8 3/4#

Remarks: Also called SM-3 or S0-18A.

AN/PDR-27 type

Name: Beta-gamma survey meter

Purpose: Detect low range beta-qamma radiation

Manufacturer: G.E., Aimiral, fbffman, Nems-Clarke, Chatham, Specialty

Engineering, Watson Electronics, Industrial Electronics Hardware ..

Corp., Nbrtheastern Engineerinq

Range (mR/hr): 0-0.5, 0-5, 0-50, 0-500 (beta indication on first two scales)

Shape: 5 1/4" x 9" x 8"

Weight: 9# (approx)

Re arks: Employed halogen-filled (M tubes.
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AN/PDR-39 type

Name: Ionization chamber survey meter

Purpose: Detect high range ganmma radiation

Manufacturer: Tracerlab and Taffet

Range (W/hr): 0-5; 0-50; 0-500; 0-5,000; 0-50,000

Shape: 10 1/2" x 6 1/4" x 8"

Weight: 11#

Remarks: Included internal check source. Navy version was SU-10 (in orange

case vice olive green case). Also called AN/PDR-T1B.

AN/PDR-43 lD...

Nam: Geiger-Mueller type, beta-amma survey meter

Purpose: Detect high range beta-gamma radiation

Manufacturer: Electronic Products, Electro-Neutronics

Range (R/hr): 0-5, 0-50, and 0-500

Shape: 8" x 4" x 3 1/2"

Weight: 4 1/2#

Remarks: Miniature-pulsed, halogen-filled. Utilized scale changing meter.

AN/PDR-60

Name: Alpha scintillation counter

Purpose: Alpha detection

Manufacturer: F ierline

Range (counts/min): 0-2,000; 0-20,000; 0-200,000; 0-2,000,000

Shape: Rectangular

Weight: 6# 11 oz

Rema-ks: Eberline designation is PAC-IS.

CDV-700

Name: ow range survey meter (beta-gamina)

Purpose: Monitor personnel, food, water, and human habitation areas (for P

Civil Defense)

Manufacturer: Anton, Victoreen, IJectro-Neutronics, Lionel, Chatham,

Universal, Nuclear Measurefents

Range (mR/hr): 0-0.5, 0-5, 0-50

21
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IM-3/PD
Name: Ion chamber survey meter

Purpose: Detect gaimna radi at ion
Manufacturer: Victoreen
Range (mR/hr): 0-2.5; 0-25; 0-250; 0-2,500 .. .- *

Shape: 10 1/2" x 5 1/2" x 13"

Weight: 12 7/8#

Remarks: Also termed Victoreen 247A and SIC-9B. Ihe 247B version had -cales

(mR/hr) of 0-25; 0-250; 0-2,500; 0-25,000.

IM-4/PD

Name: Zeuto"
Purpose: Detect alpha-beta-garma radiat ion

Manufacturer: Victoreen
* Range (mR/hr garmma): 4, 40

Shape: 9 1/2" x 6" x 5"
* Weight: 6#

Remarks: Also called Victoreen 356 or SIC-2A.

* IM-5/PD I
Name: "Cutie Pie"
Purpose: Detect beta and qairma radiation

Manufacturer: Sylvania, Tracerlab and others

Range (niP/hr gaima): Sylvania: 50; 500; 5,000

Tracerlab: 25; 250; 2,500

*Shape: 6 1/2" x3" x5"

Weight: 4-4 1/2#

* Remarks: Had pistol grip and adjustable beta window; also called SIC-7,

Sylvania RI)-316, or Tracerlab SU-A1.

114-1 08/PD

* Name: Miniature ion chiamber ganma meter

Purpose: Portable high range survey instrument

Manufacturer: Landsverk, Jordan

* Range: 1-500 R/hr on loqarithmic meter scale and 0.1-15 R/hr on decade scale

* Shape: 6 1/2" x 4 1/8"1 x 4 1/4" . 4.

* Weight: 2 1/2#
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tNhve: "Beckman meter" (ion chamber)

Purpose: Detect gamma and beta radiation

Manufacturer: Beckman, National Technical Labs

Range (mR/hr gamma): 20; 50; 200; 500; 2,000

Shape: 12 1/2" x 7 1/2" x 6 1/2"

Weight: 12 1/2#

Remarks: Also called SIC-i1A.

MX-5

Name: Geiger-Mueller counter

Purpose: Detect beta-gamma radiation

Manufacturer: Beckman, National Technical Labs and others

Range (mR/hr): 0-0.2, 0-2, 0-20

Shape: 9 1/2" x 5" x 6"

Weight: 9.6#

Remarks: Also called IM-39/PD or SGM-15A.

MX-6

Name: Ionization chamber survey meter

Purpose: Detect gamma radiation

Manufacturer: National Technical Labs

Range (mR/hr): 0-5; 0-50; 0-500; 0-5,000

*Shape: 9 1/2" x5" x6"

Weight: 7 3/4#

Remarks: Also called IM-40/PD or SIC-15A.

PAC-3G (AN/PDR-54)

Name: Gas flow proportional alpha counter

Purpose: Measure both low and high range alrha radiation

Manufacturer: Eberline

Range (counts/mins): 1,000; 10,000; 100,000

Shape: Rectangular *"- *::

Weight: 8 1/2# "'" -'
Remarks: Alternate standard was PAC-2GA.
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Z-1 00

Purpose: Detect airborne a1pha-beta-gammua rad ioact ivity

Manufacturer: Rauland Manufacturing Co.

Range (mR/r ganma): 25; 100; 500; 2,500

Shape: 13" x 10 3/8" x 5 3/8"1

Wight: 10 1/3#r

Rem~arks: Also called AN/PDR-20 (by General Electric).

2111

tNhm: "Pee hbe"

Purpose: Portable air proportional counter for alphta

Manufacturer: Nuclear Instrun~ent and Chemical Corporation

Range (scale co~unts/min): 0-2,000; 0-20,000

Shape: 11 7/8" x 5 3/8" x 8"

Weight: 16#

Rem~arks: ABC nirnber SPC-1C; also Model 41-A and 48-A; also ter~ed "Pee Kbe."
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SECION~ 3

SERIES SMMARIES

In the following series summary section, radiac instruments, ocket dosi-

meters, and film badges used at each test series are itemized. References cited

refer to those in the subsequent Reference List; numbers following the colon refer

to page numbers of that reference.

Precise definition of the term "Accuracy" is not specified herein

because the many different references do not agree on %hat their specific

"accuracy" data encompasses. Consequently, %bile the reader probably will apply

the standard dictionary definitions, these may be modified or amplified by

definitions in the specific references.

In many cases, data given are generalizations. The reader is cautioned

that data in Section 3 may be amplified or modified by the references cited.

25
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SERIES: TRINITY (1945)

Radiac

Instrument Ref. Accuracy Ref.

Geiger counter 1:55 and + 25% (est) 2A
2:50

Portable gamma meters 2:95 + 25% (est) 2A

" Portable alpha meters 2:95 + 10% of full scale 14D:22;14B;14C

Easterline-Angus
recording gamna meters 2:95 + 25% 2A 1

Pocket
Dosimeter* Ref. Accuracy Ref.

Landsverk-Wollan type 2:112 Lower than that 2:112
expected from the
Watts meter readings
and time in the area

* Film Badge Ref. Accuracy Ref.

Eastman [Kodak] X-ray type K 2:113, 167 + 30% (est)** 76

*. (0.1 R minimuLm)

DuPont 552 [packet] 2:11;, 166 + 30% (est)** 76

Adlux [catastrophe badge] +20% (est) 76

".\ ,-*-d "rxyxket electrometer" in early testing years and "self-reading pocket
1';, .-+.*..r" itrinq later series (2:14; 2:52).

i fanct ion of exposure. Generally, the sensitive film component
i- i vary L4) to a maximum of + 100 percent at minimum detection levels

. , . 0 [,,rc-nt in the range of 0.1-1.0 R and + 10-15 percent in the
P I. .mLI the film density no longer increases with exposure; then

vi, rann,- film romponent normally is used.
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SERIES: CROSSRODS (1946)

Radiac
Instrument Ref. Accuracy Ref.

Geiger counter,
model X-263 4:49 + 20% (est) 76 from 11D:O"

"Cutie Pie" 11B + 10% of full 3:73
scale

.. Ionization meter,
model 247 4:49 + 25% (est) 2A

Victoreen Model 263 11H, 5 + 20% 11D:I0

Victoreen Model X-263 11D + 20% 11D:10

Alpha meter Model 356 6 NA 30A
("Zeuto")

Watts meter (ion chamber) 11C 25% (est) 2A

Underwater probes: 7 Unknown

Victoreen X-325 11G Unknown

NRL "special" 7 Unknown

Pocket
Dosimeter Ref. Accuracy Ref.

* Landsverk quartz fibre type 11D, 11E + 3% (or) 11F
_10% 1ID

Film
Badge Ref. Accuracy Ref.

Personnel:

Special dental film
holder with lead cross
shield. Film component
Kodak type K (0.04-2 R) 83 30% (est)* 90, 76, 84

*Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a maxinum of + 100 percent at minimum detection levels
(0.01-0.04 R), + 30 percent in the range of 0.04-1.0 R and + 10-15 percent in the
range above 1.0R until the film density no longer increases with exposure; then
another higher range film component normally is used.
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A p

SER: CPDSPADS (Omtinued)

Film
BdeRef. Accuracy Ref.

Casualty: 4:49; 10

5301 12% under lead 9
6% w/o lead 9

5302 8% under lead 9
6% w/o lead 9
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SERIS: SME6TMI (1948)

Instrument Ref. AcuayRef. *

Instrument Developent
I&i Model 2610 12:7 + 10% (est) 76 frctn 47:63

National TL-chnical Labs
Model MX-5 12:7 + 10% 19C

* Victoreen Instrument Co.
Model 263A 12:7 + 20% (est) 76 fromn 11D:10

*AN1/PDRT-1 12:7 + 10% 13: Appenix
Nbv. 16

Ai/PDR-8 12:7 + 10% 12A:60 implies
same as A24/PDR-

National TL-chnical Labs
*MX-2 12:7 + 25% (est) 2A, 13

National TL-chnical Labs
*MX-6 12:7 + 25% (est) 2A, 13

Rauland Manufacturing Co.
Z-100/100A ("Zeus") 12:7 + 25% (est) 2

*Victoreen 247A 12:10 + 25% (est) 2A ----

*Victoreen 300 12:10 + 10% 47:95

Victoreen 356 ("Zeuto") 12:10 NA30A

*Los Alamos, ABC~, SIC-7 + 10% of full scale 14A
*("Cutie Pie" type) 12:13

Los Alamos, ABC, SPC-1B
*("Pee VLe") 12:13 + 10% of full s.cale 14D:22;14B;14C

* Pocket
Dosimeter Ref. Accuracy Ref.

Beckman Mod MX-7
*(0-0.2 R) 12A:60 All 8-20% 14

higher than
film badges
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SERIES: SANDSTONE (Continued)

Pocket

Dosimeter (con't) Ref. Accuracy Ref.

Cambridge (AEC catalogue
# PIC-9A) 12A:60 All 8-20% 14
(0.02 R) higher than

film badges

Kelley-Koett K-100
(0-0.2 R) 12:10 All 8-20% 14

higher thanfilm badges ,1 /

Kelley-Koett K-150
(0-10 R) 12:10 All 8-20% 14

higher than
film badges

Kelley-Koett K-160
(0-50 R) 12:20 All 8-20% 14

higher than
film badges

Film
Badge Ref. Accuracy Ref.

Personnel:

Sp[ecial dental film 15:37 and 30% (est)* 76
holder with lead 8:15 76

cross shield. Film
component types Kodak :-S
A & K (0.05-3 R)

Casualty: 16, 8:16 ,...

5301 15:37 and 12% under lead 9"-
8:15 6% w/o lead

5302 15:37 and 8% under lead 9
8:15 6% w/o lead

*Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a maximum of + 100 percent at minimum detection levels
(0.01-0.05 R), + 30 percent in the range of 0.05-1.0 R and + 10-15 percent in the
range above 1.(-R until the film density no longer increases with exposure; then

-. another higher range film component normally is used.
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SERIES: RAGE (1951)

Radiac

Instruent Ref. Accuracy Ref.

TIB ion chamber (AN/PDR-39) '
(SU-10) 18:70 + 15% 19A:6

Victoreen 263A 18:70 + 20% (est) 76 from 11D:10

National Technical Lab
MX-5 18:70 + 10% 19C

GM type 2610A 18:72 + 10% (est) 47:63

"Juno" type ion chambers 18:72 + 10% full 3:73
scale gamma

Model 48-A ("Pee Wee") 18:84 + 20% of full scale 14D:22,14B,14C

Model 100 (ion chamber, 18:84 + 25% 2A, 13
100 mR/hr-100 R/hr)

- Model 2680 18:84 Unknown

Model MX-6 18:84 + 25% (est) 2A, 13

Model T (G-M) 18:84 + 25% (est) 2A, 80 .-

Watts (ion chamber) 18:84 + 25% (est) 2A, 80

Pocket
Dosimeter Ref. Accuracy Ref.

2-R model 18.75 Unknown
(app. D)

10-R model 18:75 Unknown
(app. D)

Type unknown 18:71 "C the average 18:71
pocket dosimeters
read higher than _ 4
the corresponding

film badges"
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SESM: RAGER (Continued) 'X-

Film
Badge Ref. Accuracy Ref.

Eastman Kodak Type K 89 + 20% (est)* 89

*Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a maximumn of + 100 percent at minimumn detection levels
(0.01-0.05 R), + 20 percent in the range of 0.05-1.0 R and + 10-15 percent in the
range above 1 .FR until the film density no longer increases with exposure; then
another higher range film component norrmlly is used.
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SEIM: GREENOUSE (1951)

Radiac

Instruaent Ref. Accuracy Ref.

AN/PDR-A~ 20:67 Unknown%

AN/PDR-8B 20:67 Unknown

AN/PDR-27A (114-57) 21B:30 + 20% above 21F

10% of full scale

AN/PDR-T1B (SU-10) 21B:30 + 15% 19B

El Tronics SGM-18A 20:67 + 10% (est) 76 from 47:61,63

Victoreen 247A 213:30 + 20% (est) 76 fromn 19A

Victoreen 247E 20:67 + 25% (est) 2A

Victoreen 247H 20:67 + 20% (est) 76 fromn 19A

Victoreen 263B 20:67 + 25% (est) 76 fromn 11D:10

2610QA 21B:30 + 10% 47:63

SU-1B ("Cutie Pie") 21B:30 + 10% of full scale 3:73

"Pee t' e" *,del 41A 21:74 + 10% of full scale 14D:22;14B;14C

M.X-5 21B:30 + 10% 21E

Victoreen 747A 21:74 Unknown
[probably 247A]

Pocket
Do[ksimeter Ref. Accuracy Ref.

* Beckman Mobdel 102
(0-0.2 R) 21:35 Unknown

LM-5UA/P)
(0-0.2 R) 20:67 Unknown

(0-10 R) 21:74 Unknown

Kelley Koett K-161
(0-50 R) 21:74 Unknown

33



SERIE: GPEENH0USE (Continued)

Pockmet Ref. Accuracy Ref.

Kelly-Koett
(0-0.2 R) 20:67 Unknown

Victoreen Model 507
(0-100 R) 21:73 Uniknowni

Victoreen Model E-507
(0-200 R) 21:73 Un~known

[Yr-65/PD 21C:3 Complex, see p.5 and
fig. 6 of Ref. 21C

Dr-64/PD 21C:3 "2/3 that of Dr-65" 21C:5

ALSO SEE REFERENCE 21D)

Film
Badge Ref. Accuracy Ref.

DuiPont 553 film packet with
film component types: 20: 70

502 + 10% above 0.4 R* 21:29
(0.1-10 R) +12% to 3 R* 8:16

606
(10-250 R) 1.0 to 20% 59B:2

ALSO SEE REFERENCES 19, 21A, AN) 30

*Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a rmaximumn oF + 100 percent at minimum detection levels ..-

(0.01-0.1 R), + 25 percent in the range of 0.1-1.0 R and + 10-15 percent in the
range above 1 .0 R until the film density no longer increaseps with exposure; then
another higher range film component normally is used.
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SERIES: BUSrER-JANGLE (1951)

Radiac - -

Instrument Ref. Accuracy Ref.

AN/PDR-27A 22:118 + 20 above 21F
10% of full scale

AN/PDR-'r1B 23:113 + 15% 19B

LAX-5 23:113 + 10% 21E

SU-10 24:18 + 15% 19B

Pocket
Dosimeter Ref. Accuracy Ref.

(0-50 R) 23:113, 116 Unknown

Film
Badge Ref. Accuracy Ref.

DuPont 553 film packet with
film component types: 23:110

502 23:111 and + 10% above 0.4 R* 21:29
(0.02-10 R) 31:94 1.0 to 1.2% of dose* 30

510
(5-50 R) 31:94 0.7 to 2.4% of dose* 30

606

(10-300 R) 31:94 2.3 to 16.0% of dose* 30

ALSO SEE REFERENCE 19

*Accuracy is a function of exposure. Generally, the sensitive film component

accuracies could vary up to a maximum of + 100 percent at minimum detection levels.'-
(0.01-0.02 R), + 25 percent in the range of 0.02-1.0 R and + 10-15 percent in the "
range above 1.0 R until the film density no longer increases with exposure; then
another higher range film component normally is used.
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SERIES: iTUKBLER-SNAPPER (1952)

MX-5 2:7+10 21E

AN/PDR-T1B 28:27 + 15% 19B

"B-21" gear 28:42-43 Unknown

* "Jasper" CIM-71/PD) 28:151 + 15% (est) 33:29;19B

(Modified T1B)

Pocket
* Dosimeter Ref. Accuracy Ref.

* Quartz-fibre type
(0-1 R) 27:136 and Unknown P
(0-5 R) 28:26

Fi lm
Badge Ref. Accuracy Ref.

DuiPont 558 film packet
* with film component
*types: 27:136

508
(0.01 5-6 R) 8:16 + 20%* 71C:2

1290
(20-3,000 R) (F) + 15% Cest) 76

*Accuracy is a function of exposure. Generally, the sensitive film component
accuracies ciould vary uip to a maximumn of + 100 pe-rcent at minimum detection levels
(0.01-0.015 R), + 20 percent in the range of 0.015-1.0 R and + 10-15 percent in the
range above 1.0 R until the film density no longer increases with exposure; then

another higher range film component normally is used.
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SERI: IVY (1952) ".

Radiac -
Instr ument Ref. Accuracy Ref.

AN/PDR-T1B 31:91 + 15% 19B --,

T.M-71/PD (XE-i) 31:91 + 15% (est) 33:29;19B
("Jasper") (modified T1B)

* Beckman MX-5 31:91 + 10% 21E

AN/PDR-27C 31:91 + 20% of above 34
10% of full scale

Pocket
Dosimeter Ref. Accuracy Ref.

IM-91PD
(0-200 mR) 31:92 Unknown

i- LM-19PD
(high range) 31:92 Unknown

LM-20PD
(high range) 31:92 Unknown :__ .

Film
Badge Ref. Accuracy Ref.

DuPont 558 film packet with
film component types: 31:94

508
" (0.015-6 R) 31:94 + 20%* 71C:2 .

1290 b
(5-750 R) 31:94 + 15% (est) 76

DuPont 553 film packet with
film component types: 31:94

see also note
32

*Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a maximum of + 100 percent at minimum detection levels
(0.01-0.015 R), + 20 percent in the range of 0.015-1.0 R and + 10-15 percent in the
range above 1.0-R until the film density no longer increases with exposure; then .

* another higher range film component normally is used.
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SERIES: IVY (Continued)

Film
Badge Ref Accuracy Ref.

502
(0.1-10 R) 31:94 and + 10% above 0.4 R 21:29

(0.03-15 R) 33:80 1.0 to 1.2% 30

510
*(5-50 R) 31:94 0.7 to 2.4% 30

606
*(10-300 R) 31:94 2.3 to 16.0% 30

* ALSD SEE REFERENCE 19
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SERIES: UPSHO-KNMoI (1953)

* IsttxrntRef. Accuracy Ref.

AN/PDR-T1B* 35:27 + 15% 19B

SU-10* 35:27 + 15% 19B

MX-5 35:27 + 10% 21E

AN/PDR-39* 35:27 + 15% 19A:6

Victoreen (Thyac) 389A 35:27 + 10% 26

AN/PDR-10A (air proportional 35:27 + 10% of full scale 14D:22;14B;14C;
alpha counter) 66:130;53:70

"Pee Tee" 2111 35:27 + 10% of full scale 14D:22;14B,14C
* a .

Il4-71/PD ("Jasper") 36:56 + 15% (est) 33:29;19B
(modified TIB)

Pocket
Dosimeter Ref. Accuracy Ref.

Types unspecified
with ranges: 37:163 + 10% 86:15

0-0.2 R 37:163 T 10% 86:15
0-1 R 37:163 + 10% 86:150-1R 37:163 1% 86:15
0-50 R 37:163 T 10% 86:15

Film Badge Ref. Accuracy Ref.

DuPont 559 film packet with
component types:

502 86:15 + 10% above 0.4 R** 21:29
(0.02-10 R) T.0 to 1.2% of dose 30

606
(10-300 R) 86:15 2.3 to 16.0% of dose 30

ALSO SEE REFERENCE 19 --

*Essentially the same instrument

A**curacy is a function of exposure. Generally, the sensitive film conponent
accuracies could vary up to a maximnum of + 100 percent at minimum detection levels
(0.01-0.02 R), + 25 percent in the range -of 0.02-1.0 R and + 10-15 percent in the
range above 1.0 R until the film density no longer increases with exposure; then
another higher range film component normally is used.
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SERIES: CASM!L (1954)

Instrwient Ref. Accuracy Ref.

* AN/PDR-27F 39:100fn + 20% above 34
10% of full scale

* AN/PDR-1 aA 39:1O0fn 10% of full scale 42,3:76

Ion chiamber with ~ ...-

Easterline-Angus
recorder 39:101 +25% (est) 2A

* Specialized aircraft
instranents 40 -

* Pocket -

Dosimeter Ref. Accuracy Ref.

Victoreen
(0-5 R) 39:101 "Consistently 39:101

high by a
* Cambridge factor of two"

(0-1 R) 39:101

* Kelley-Koett
(0-0.2 R) 39:101

Film
Badge Ref. Accuracy Ref.

DuPont 559 film packet with
*film component types: 41:62 Film badges averaged 41:62

about 14% too high

502 + 10% above 0.4 R* 21:29
*(0.02-10 R) 39:101 T 12% to 3 R* 8:16

TA4 to 28% 59B:2

* ~606 ...-

(10-300 R) 39:101 1.0 to 20% 59B:2

- AIlso SEE REFERECES 1 9 AN) 30

* *Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a maximt~mi of + 100 percent at rninimuin detection levels
(0.01-0.02 R), + 28 percent in the range of 0.02-1.0 R and + 10-15 percent in the
range above 1.0 R until the film density no longer increase7-s with exposure; then
another higher range film component normally is used.
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SEIS: TPAPOT (1955)
Radiac-- -

Instrument Ref. Accuracy Ref.

AN/PDR-27A 43:156 + 20% above 21F
10% of full scale

AN/PDR-TIB* 43:156 + 15% 19B

Beckman MX-5 44:151 + 10% 21E

- AN/PDR-39* 44:151 + 15% 19A:6
"Juno" 44:161 + 10% full scale

gamma 3:73

* Victoreen (Thyac) 389 44:161 + 10% 26

"Pee Wie" alpha
survey meter 44:161 + 10% of full scale 14D:22;14B,14C

* Model 2610 44:162 + 10% (est) 76 from 47:63

Pocket

Dosimeter Ref. Accuracy Ref.

0-I R 46:4 Unknown

- 0-5 R 46:4

Film
Ref. Accuracy Ref.

* DuPont 559 film packet with
film component types: 44:15

502 1.4 to 28%** 59B:2
(0.02-10 R) 44:15 + 25%** 45

606
(10-300 R) 44:15 1.0 to 20% 59B:2

AIX SEE REFERENCES 19 AND 30

*Essentially the same instrument

**Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a maximu of + 100 percent at minimum detection levels
(0.01-0.02 R), + 28 percent in the range-of 0.02-1.0 R and + 10-15 percent in the
range above 1.0-R until the film density no longer increases with exposure; then
another higher range film component normally is used.
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SEIES WIGNM (1955)

Radiac
Instrument Ref. Accuracy ReAf.
AN/PDR-27 49 + 20% above 21F

10% of full scale

AN/PDR-18 49:43 + 10% of full scale 42,3:76

AN/PDR-T I B 49:43 + 15% 19B

Model 2610 49:40 + 10% (est) 76 from 47:63

NRDL Model III, Mod I 49:40 Unknown

Berkeley Mod 2750 49:40 Unknown

"Pee %be" 49:41 + 10% of full scale 14D:22;14B,14C

Logarithmic response
meters 49:40, 43 Unknown

El Tronics CP-3D
("Cutie Pie") 49:43 + 10% 14A

Pocket
Dosimeter Ref. Accuracy Ref. .

"" Type unspecified
(0-5 R) 49:72 Unknown

-" Film
Bade Ref. Accuracy Ref.

DuPont 559 film packet with h
film component types: 48:2-9

502 1.4 to 28%* or 59B:2
(0.02-10 R) 49:36 + 12% to 3 R* 8:16

606
* (10-600 R) 49:36 1.0 to 20% 59B:2

ALSO SEE REFERE2ES 19, 30, AND 50

* Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a maximin of + 100 percent at minimun detection levels _' .

- (0.01-0.02 R), + 28 percent in the range-of 0.02-1.0 R and + 10-15 percent in the
range above 1. -R until the film density no longer increases with exposure; then
another hiqher ranqe film component normally is used.
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SERIES: R M (1956)

-~ Radiac
Instrument Ref. Accuracy Ref.

AN/PDR-39 51:96 + 15% 19A:6 'INV"

AN/PDR-T1B 51:96 + 15% 19B

AN/PDR-27F 51:97 + 20% of above "
TO% of full scale 34

AN/PDR-18A 51:97 + 10% of full scale 42,3:76

AN/PDR-27C 51:98 + 20% of above

10% of full scale 34
Berkeley side-window 51:98 + 25% (est) 2A j
"Cutie Pie" 51:98 + 10% 3:73

Pocket
Dosimeter Ref. Accuracy Ref.

Bendix 611
(0-5) 52:38 Unknown

IYT-60 51:98 Unknown

Film
Rdge Ref. Accuracy Ref.

DPont 559 film packet with
film component types: 51:96

502 1.4 to 28%* or 59B:2
(0.02-10 R) 51:96 + 12% to 3 R -  8:16

606
(10-300 R) 51:96 1.0 to 20% 59B:2

ALSO 3EE REFERENCES 19 AND 30

*Accuracy is a function of exposure. Generally, the sensitive film component
accuracies ould vary up to a maximum of + 100 percent at minimum detection levels
(0.01-0.02 R), + 28 percent in the range-of 0.02-1.0 R and + 10-15 percent in the
range above 1.0-R until the film density no longer increases with exposure; then
another higher range film crxnponent normally is used.
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SERIES: PILLBBOB (1957)

Radiac.

Instrument Ref. Accuracy Ref.

Becman MX-5 54:17 + 10% 21E

AN/PDR-34 (modified TIB with 54:17 + 15% (est) 19B
alpha, beta windows)

Eberline PAC-IA 54:17 + 10% of full scale 14D:22;59

Nuclear Chicago
WMxdel 2111 ("Pee Wee") 54:17 + 10% of full scale 14D:22;14B,14C

AN/PDR-39 58:82 + 15% 19A:6 .-

AN/PDR-43 58:82 + 20% of above
10% of full scale 59A:1-2

Pocket

Dosimeter Ref. Accuracy Ref.

(types unknown) 57 Unknown

Film
Badge Ref. Accuracy Ref.

For NS:
DuPont 559 film packet with 54 and

film component types: 55:79

502
(0.02-10 R) 59B:1 1.4 to 28%* 59B:2

•.606
(10-300 R) 59B:1 1.0 to 20% 59B:2

ALSO SEE REFERENCES 19, 30, AND 56

*Accuracy is a function of exposure. Generally, the sensitive film onponent
accuracies could vary up to a maximum of + 100 percent at minimum detection levels .
(0.01-0.02 R), + 28 percent in the range-of 0.02-1.0 R and + 10-15 percent in the
range above 1.0-R until the film density no longer increasgs with exposure; then
another higher range film component normally is used.
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SERIES: HARMJK I (1958)

Radiac. ..
Instrument Ref. Accuracy Ref. --

AN/PDR-39 60:90 + 15% 19A: 6

AN/PDR-39 modified
to 500 R range 60:90 + 15% 19A:6

AN/PDR-27C 60:90 + 20% above
10% of full scale 34

AN/PDR-18 60:90 + 10% of full scale 42,3:76

CD-V-700 [sic] 60:90 within + 25% 60A:7

Thyac (389) 60:90 + 10% 26

Beckman MX-5 60:90 + 10% 21E

Eberline PAC-3G 60:90 + 10% of full scale 14D:22;62:8

Pocket
Dosimeter Ref. Accuracy Ref.

Bendix Model 611 61:47 Unknown

Film
Badge Ref. Accuracy Ref.

DuPont 559 film packet with
film component types: 60:79

502 1.4 to 28%* or 59B:2
(0.02-10 R) 60:79 + 12% to 3 R*-  8:16

834
(5-800 R) 60:79 1.4 to 4.5% 19,71C

*Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a maximum of + 100 percent at minimum detection levels
(0.01-0.02 R), + 28 percent in the range of 0.02-1.0 R and + 10-15 percent in the"A
range above 1.0 R until the film density no longer increases with exposure; then
another higher range film component normally is used.
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Instrumnent Ref. Accuracy Ref.

eiquipment' 63:4 5 Unknown

Pocket
Dosisieter Ref. Accuracy Ref.

Type unknown 63:52 Unknown

Film
Badge Ref. Accuracy Ref.

Type unknown (fromn Army
Iexington Signal Depot) 63:51 Unknown
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SMERI: AR CK " (1958) .''-

Rad iac
Instrument Ref. Accuracy Ref.

Eberline Model PAC-3G 64:7 + 10% of full scale 14D:22;62:8

Beckman MX-5 64:7 + 10% 21E

Tracerlab SU-10 64:11 + 15% 19B

AN/PDR-39 64:11 + 15% 19A:6

Thyac (389) 64:11 + 10% 26

"Juno" H-4 602 64:11 + 10% of full 3:73
s'cale garma

Pocket
Dosimeter Ref. Accuracy Ref.

Bendix Model 611 61:47 Unknown

Film
Badge Ref. Accuracy Ref.

DuPont 559 film packet with
film component types:

502 65:66 1.4 to 28%* or 59B:2
(0.02-10 R) 64:8 and + 12% to 3 R* 8:16

59B: 1

834 65:66 and
(5-800 R) 64:8 1.2 to 4.5% 19,71C

*Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a maximum of + 100 percent at minimum detection levels
(0.01-0.02 R), + 28 percent in the range of 0.02-1.0 R and + 10-15 percent in the
range above 1.0 R until the film density no longer increases with exposure; then
another higher range film component normally is used.
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SERIW: DOMINC 1 (1962)

Instrument Ref. Accuracy Ref.

AN/PDR-39 (T1B) 67:74 + 15% 19A:6

AN/PDR-39 (T1B) mo~dified 67:74 + 15% 19A:6
to read up to 500 R

i IM-108 67:74 + 30% 66:138

* AN/PDR-27J 67:74 + 20% above
10% of full scale 34

Mx-567:74 +1%21:E

I PAC-3G (AN/PDR-54) 67:74 + 10% of full scale 14D:22;62:8

Ebe rli e:
E-500B 67:74 + 8% to 20 mR/h

T 15% to 200
g+10% to 2000 70:1

Gadora-2 67:74 + 8% of full scale 70A:1

E-112B 67:74 + 15% (est) 76 f romn 70

FM-3G (alpha floor monitor) 67:74 + 10% of full scale 14D:22;62:8

Pocket
Dosimeter Ref. Accuracy Ref.

Berniix Model 611
(0-5 R) 68:28 Unknkrown

Film
Badge Ref. Accuracy Ref.

* DuPont 556 film packet with 68:28

film comnponent types:

508

(0.03-5 R) 71C:3 1.0 to 20%* 71C:2;38

834
(5-800 R) 65:36 and 1.2 to 4.5% 19,71C:2;38

64:8
ALSO SEE REFERENC~E 69

* *Accuracy is a function of exposure. Generally, the sensitive film component
* accuracies could vary up to a maxinvin of + 100 percent at minimtxn detection levels

(0.01-0.03 R), + 20 percent in the range of 0.03-1.0 R and + 10-15 percent in the
range above 1.0 R until the film density no longer increases with exposure; then
another higher range film component normally is used.
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SERIES: DOMIXNIC 11 (1962)

j Radiac
Instrument Ref. Accuracy Ref.

AN/PDR-39A 72:20 + 15% 19A:6

AN/PDR-27J 72:20 + 20% of above
TO% of full scale 34

Beckmian MX-5 71:9 + 10% 21E

Eerline E-112B-1 71:9 + 15% (est) 76 fr"• 70

TracerlabAN/PDR-rB 71:9 + 15% 19B

Victoreen AGB-500-B-SR 71:9 + 15% 3:73

Eberline E-500 B 71:9 + 8% to 20 mR h 70:1
+ 15% to 200
T 10% to 2000

Jordan AGB-10K-SR 71:9 + 15% 71A:10-33

"Juno" HRJ-7, SKJ-6 71:9 + 10% of full scale
for gamma 3:73

Pocket
Dosimeter Ref. Accuracy Ref.

Bendix Mode] 611 68:28 Unknown

ALSO SEE REFERENCZE 73

Film
Badge Ref. Accuracy Ref.

DuPont type 301-4 film 71B:6

packet (also called 556) and
with film components: 68:28

508
(0.03-5 R) 71C:3 1.0 to 20%* 71C:2;38

834
(5-800 R) 71C:3 1.2 to 4.5% 71C:2;38

*Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a maximum of + 100 percent at minimum detection levels
(0.01-0.03 R), + 20 percent in the range-of 0.03-1.0 R and + 10-15 percent in the
range above 1.-R until the film density no longer increases with exposure; then
another higher range film component normally is used.
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SERIES: PLOWSHARE (1961-62)

Radiac .-

Instrument Ref. Accuracy Ref.

* Precision Model 111 74:10 + 10% of full scale 3:76

Beckman NV(-5 74:10 + 10% 21E

Tracer-lab SU-10 74:10 + 15% 19B

"Juno" Model 6 74:10 + 10% of full
scale ganma 3:73

Jordan AGB-10-KG-SR 74:10 + 15% 71A: 10-33

Jordan AGB-500-B-SR 74:10 + 15% 3:73

Pocket

IL Dosime~ter Ref. Accuracy Ref.

* Bendix Model 611 68:28 Unknown

* Self-reading
pencil dosimeter

0-200 mR 74:7 Unknown

* 0-1 R 74:7 Unknown

0-5 R 74:7 Unknown

* Film Badge Ref. Accuracy Ref.

DuiPont type 301-4 film 71B:6
packet (also called 556) 75:7- -

with film components: 68:28

508
(0.03-5 R) 71C:3 1.0 to 20%* 71C:2;38

834 ON
*(5-800 R) 71C:3 1.2 to 4.5% 71C:2;38

* *Accuracy is a function of exposure. Generally, the sensitive film component
accuracies could vary up to a maximum of + 100 percent at minimum detection levels
(0.01-0.03 R), + 20 percent in the range off 0.03-1.0 R and + 10-15 percent in the
range ab~ove 1.0 R until the film density no longer increases with exposure; then
another higher range film component normally is used.
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REFERNES

The following list of references represents documents consulted during
preparation of the report. All specifics concerning radiac instruments, dosi-
meters, and film badges are backed up in the text by cited references.

AVAILABILITY1 INFORMATlCIN.

The following addresses are provided for those readers who wish to read
or obtain copies of source documents.

Source documents, bearing an availability statement of DOE CIC, may be
reviewed at:

Department of Energy
Health Physics Division
Coordination and Information Center

(Operated by Reynolds Electrical & Engineering Co., Inc.)
2753 S. Highland
P.O. Box 14100 Phone: (702) 295-3194
Las Vegas, Nevada 89114 FTS: 598-3194

Source documents, bearing an availability statement of NTIS, may be
purchased from the National Technical Information Service. Mien ordering by mail
or phone please include both the price code and the NTIS number.

National Technical Information Service
5285 Port Royal Road Phone: (703) 487-4650
Springfield, Virginia 22161 (Sales Office)

Additional ordering information or assistance may be obtained by writing to the
NTIS, Attention: Customer Service or calling (703) 487-4660.

References herein bearing an asterisk availability indicator show the

document is:

• available at NTIS (above)

•* available at REECo CIC (above)
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REFERENCES (Continued)

1. LOs Alamos Scientific Laboratory. Los Alamos 1943 - 1945; The Beginning of
an Era. LASL Public Affairs Office, undated.

2. Aebersold, Paul. July 16th Nuclear Explosion - Safety and Monitoring of
Personnel. Los Alamos, NM: Los Alamos Scientific Laboratory, 9 January
1947. Report IA-616.

2A. The Geiger-Mueller portable radiation detection instrument with the least
accuracy listed in this report is the CDV-700 with an accuracy of + 25% in
Reference 60A. This accuracy is used for other G 4 instruments vhen their
accuracies are unknown, and for other unknown types of instruments with
unknown accuracies because only one instrument listed in this text is less
accurate (IM 108, + 30%, reference 66:138).

3. General Dynamics. Health Physics Handbook. Fort Worth Division: Fbrt
Worth, TX, April 1963. Report OSP-379. *.

4. Gladeck, F.R. et al. Operation Crossroads 1946. Washington, DC: Defense
Nuclear Agency. DNA report 6032F. * NTIS number ADA146562.

5. Reference 4, page 6-14, mentions this as being used in the post-CROSSROADS
survey of Bikini in 1947 "for all field and personnel monitoring
operations."

6. Reference 4, page 6-14, mentions this also as being in the 1947 Bikini -
resurvey, but adds that ". .it proved to be of no value in general terrain
monitoring and of only limited value in the monitoring of underwater
samples..."

7. Reference 4, page 6-15, mentions two specially-designed underwater probes
used for special analyses. However, these were used only for deep diving
operations in the post-CROSSROADS survey of Bikini in 1947.

8. Perkins, W.W. History of Pacific Proving Ground Dosimetry. San Diego, CA:
Naval Oceans Systems Center, I April 1981. Technical report 725.

9. Geiszinger, Bruce. Letter dated 12 July 1946 to COL Stafford L. Warren, USA. b
Subj: Calibration results on films 5301 and 5302. Reynolds Electrical &
Engineering Company, Inc.: CROSSROADS records, Tape 1, Box 2. ** Data
therein applies to gamma only.

10. Scoville, Herbert ("for COL S.L. Warren, MC, AUS") Joint Task Fbrce One in-
ternal memo dated 11 April 1946. ** The casualty badges read from 50-2,500 R
and were placed aboard target ships and drone aircraft; few of the 5,000
procured were used on personnel (who also wore the standard film badge).

11. The following references are from the Stafford Warren collected papers,
University of California at Los Angeles archives:

11A. U.S. Engineer Office, Santa Fe, NM, ltr dtd 20 Mar 46 (Box 2,
folder 4). **
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11B. Letter by Wn G. Myers, MD, to COL Warren dtd 26 Aug 46 (Box 5,
folder 3). **

11C. Memo from Wright H. tangham to Raemer Schreiber dtd 15 June 46
(Box 2, folder 7). ** .-

11D. Collins, D.L. "Operations (sic] Crossroads: Report to Rad Safe
Instrument Division" (Box 5, folder 7). **

1IE. Landsverk, O.G. "Report on Maintenance and Repair of Quartz-Fibre
[sic] Instruments" (Box 5, folder 7). **

11F. "Suggestions for the Operations and Care of the Pocket Dosimeter"

dtd 13 July 1946 (Box 3, folder 9). *

11G. Faul, Henry. "Report on the Radiological Instruments Used at
Crossroads" (Box 5, folder 7). **

11H. Handwritten notes, apparently by COL Warren (Box 2, folder 4). **

12. Andrews, CDR ibward L., USPHS and Campbell, IWDR Donald C., USN. Evaluation
of Radiological Survey Instruments Used for Health Protection during Oper-
ation Sandstone. Task Group 7.6 Project Report, I April 1949. **

12A. Berkhouse, L. et al. Operation Sandstone: 1948. Washington, DC: Defense
Nuclear Agency, 19 December 1983. DNA report 6033F. * NrIS number
ADA139151.

13. Reference 12, pages 21-56, contains detailed analyses of the sensitivities
and probable accuracies of these instruments. The data are much too
elaborate to be summarized here.

14. Reference 12, pages 56-58, contains appreciable detail on probable dosimeter
accuracies.

14A. Reference 3, pages 73, 74, and 77, lists Cutie Pie instruments from four dif-
ferent manufacturers and all have accuracies of + 10% of full scale.

14B. Reference 62, page 8, states that a later proportional alpha counter, PAC-3G
(gas flow) is electronically calibrated so that the meter is 100 percent
efficient for counting alpha particles while the probe is only 30 percent
efficient in detecting them.

14C. DEnrer, Jerome E., Jr. Los Alamos Handbook of Radiation Monitoring. Ins
Alamos, NK: November 1958. Statement similar to reterence 14B. Also, many
sources of positive detection errors. **

14D. Davis, D.M. and Gupton, E.D. Health Physics Instrument Manual. Oak Ridge
National Laboratory, 16 May 1963, ORNL-332 (third edition)." *

53

. - .. .. . . . . . . . . . . . . . . .

____._____.....________ ___ _ ._ _ .__ .'.' . . ._.'. . .- " . - . . - ,.."



r~ v. .- -_' *
- . 

. . .-. .•. . . .. ,• .
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15. Atomic Weapons Tests. Operation Sandstone: 1948. Reprt to the Joint
Chiefs of Staff. Part 2 of Annex 1 to Volume 1, Section IX (Radsafe). Joint
Task Force 7, 1948.

16. These casualty badges apparently were intended to be worn together with the
regular film badges by those participants 4ho might be exposed to high levels
of radiation. However, there is no evidence that they were worn.

17. Maag, Carl et al. Operation Ranger Shots Able, Baker, Easy, Baker-2, Fox,
25 January - 6 February 1951. Washington, DC: Defense Nuclear Agency, 26
February 1982. DNA report 6022F. * NrIS number ADA118684.

18. Shipman, T.L. Report of the Rad-Safe Group, Operation Eer Program Re-
pors- Operational Volume 5. Los Alamos: Los Alamios Scientific Laboratory,
July 1952. **

19. Reynolds Electrical & Engineering Company, Inc. "Photographic Dosimetry,.ILI:
Thirl Supplemental Evaluation." Mercury, NV: RF-Co, Inc., 17 October 1957.
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555 .ilm 1.0 1.) 1.0 3.2 2.1 4.6 - - -

,;06 film - - - - 11.5 1.0 1.6
34 film . .... 3.2 1.0 4.0 1.6

19A. Department of the Army. Radiac Set AN/PDR-39. Washington, DC: 13 July

1956. Technical Manual No. 11-5514A. **

19B. Reference 19A, page 6, lists accuracy of the AN/PDR-39 radiac instrunent
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19C. Reference 21E lists accuracy of the Bec'lman M.X-5, which should have the same
specified accuracy as an KX-5 made by another manufacturer.

20. Berkhouse, L. et al. Operation Greenhouse-1951. Washington, DC: Defense

Nuclear Agency, 15 June 1983. ONA report 6034F. * NTIS number ADA134735.
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lD'nsi ty deviation
'J. of .(pan of Average Standard, Single film
films film Sos. flsage, r density Standard I maximum Average, -

I e it 0 50)-41150 1.0Y) 0.660 0. 0217 4. (.) 15. 5 3. 03
6,8 2735o- 1:150 20.00 0.343 0.029 8. o 19. 50 6. 10 "" " "
93 06550-261s 17.43 0. 7"33 0. 0.4 ., 71) 13.30 3.80

tv'illittion Shows that it I r 20r .47 r -

910T of filIm hadgi-s aro- accurate to +121 +25% +14%
f1S of film INudiv, ar, ;wcu'rat,, to +81 +17T -0"
f;H , of film ha rf, S r*f ''ti , to, T,1 +2 1 .
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ENERGY SENSITIVITY (RELATIVE TO 6 0 Co) OF
DLX)NT 502, DUXONT 606, AND (ESTIMATED) EASTM&N TYPE K

Estimrated Type K
Photon Energy Dupont 502 Sensitivity* Dupont 606 Sensitivity* Sensitivity**

(keV) 23 !Mils Lead 28 Mils Lead 23 ils Lead 28 Mils Lead 20 Mils Lead

40 0 0 0 0 0"'---.-

70 1.83 1.22 1.68 .23 2.30

120 1.30 0.99 1.18 0.89 1.55

170 1.17 1.02 1.24 0.98 1.28

210 1.00 0.94 1.03 1.07 1.05

1250 (6 0 Co) 1.00 1.00 1.00 1.00 1.00

*Work by Dr. kargarete Ehrlich in 1952, letter to W. Klaus AEC/DBM, personal comnunication.
"From DuPont 502 assuming %n exponential relationship between 28, 23, and 20 mils of lead
filter.

L

The over-response of more than 100 percent at 70 keY indicates that all LO ,
positive CROSSROADS exposures determined from film badges %ere overestimated
to some extent. The amount of overestimated exposure depended upon how much .-

of the exposure energy spectrum was in the over-response energy region. For
example, if 20 percent of a 1 R actual exposure were overestimated by 100
percent, this would be 0.4 R added to the remaining 0.8 R which would result -
in an apparent exposure of 1.2 R. 1W
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ATTN: Librarian ATTN: Librarian

I°
New Mexico State Library rio-

,  
rolina Central University

ATTN: Librarian ,TTN: Librarian

New Mexico State University North Carolina State University
ATTN: Library Does Div ATTN: Librarian

University of New Mexico North Carolina University at Wilmington
ATTN: Dir of Libraries, ,jion,il ATTN: Librarian

New Orlei -
, 
LiK'-ary University University of North Carolina

ATTN: C,.)t Does Div ATTN: BA SS Div Docs

New Orleans Public Lib North Dakota State University Library

ATTN: tibraian ATTN: Docs Librarian ' -

New York Public Library University of North Dakota
ATTN: Librarian ATTN: Librarian

New York State Library North Georgia College

ATTN: Docs Control Cultural Ed Ctr ATTN: Libre--ian

New York State University at Stony Brook North Texas State University Library
ATTN: Main Library Docs Section ATTN: Librarian

New York, State University Col at Cortland Northeast MO State University
ATTN: liurarian ATTN: I ibrarian
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DIRECTORY OF OTHER (Continued) DIRECTORY OF OTHER (Continued)

Northeastern Illinois University Oklahoma University Library
ATTN: Library ATTN: Govt Doc Collection

Northeastern Oklahoma State University Old Dominion University
ATTN: Librarian ATTN: Doc Dept University Library

Northeastern University Olivet College Library
ATTN: Dodge Library ATTN: Librarian

Northern Arizona University Library Omaha Public Library, Clark Branch
ATTN: Govt Docs Dept ATTN: Librarian

Northern Illinois University Oregon State Library
ATTN: Librarian ATTN: Librarian

Northern Iowa University University of Oregon
ATTN: Library ATTN: Docs Section

Northern Michigan University Ouachita Baptist University
ATTN: Documents ATTN: Librarian

Northern Montana College Library Pan American University Library
ATTN: Librarian ATTN: Librarian

Northwestern Michigan College Passaic Public Library
ATTN: Librarian ATTN: Librarian

Northwestern State University Paul Klapper Library
ATTN: Librarian ATTN: Docs Dept

Northwestern State University Library Pennsylvania State Library
ATTN: Librarian ATTN: Govt Publications Section

Northwestern University Library Pennsylvania State University
ATTN: Govt Publications Dept ATTN: Library Doc Section

Norwalk Public Library University of Pennsylvania
ATTN: Librarian ATTN: Dir of Libraries

University of Notre Dame Penrose Library, University of Denver
ATTN: Doc Ctr ATTN: Penrose Library

Oakland Con College Peoria Public Library
ATTN: Librarian ATTN: Business, Science & Tech Dept

Oakland Public Library Philadelphia Free Library of Logan Square
ATTN: Librarian ATTN: Govt Publications Dept

Oberlin College Library Philipsburg Free Public Library
ATTN: Librarian ATTN: Library

Ocean County College Phoenix Public Library
ATTN: Librarian ATTN: XXXXX

Ohio State University University of Pittsburg
ATTN: Libraries Docs Div ATTN: Docs Office G 8

Ohio University Library Plainfield Public Library ". 
ATTN: Docs Dept ATTN: XXXXX

Oklahoma City University Library Popular Creek Public Lib District
ATTN: Librarian ATTN: XXXXX

Oklahowa City University Library Portland Library Assoc of Social Sci & Sci Dept
ATTN: Librarian ATTN: XXXXX

Oklahoma Dept of Libraries Portland Public Library
ATTN: US Govt Docs ATTN: XXXXX
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DIRECTORY OF OTHER Continued) DIRECTORY OF OTHER (Continued)

Portland State University Library University of Rutgers, Camden Library
ATTN: XXXXX ATTN: XXXXX IV

Prescott Memorial Library, Louisiana Tech University The State University of Rutgers
ATTN: XXXXX ATTN: XXXXX

* Princeton University Library Library of Science & Medicine, Rutgers University
ATTN: Docs Div ATTN: Govt Docs Dept

Providence College Rutgers University Law Library -.
ATTN: Physics Dept ATTN: Fed Docs Dept

Providence Public Library Salem College Library
ATTN: XXXXX ATTN: XXXXX

Public Library Cincinnati & Hdmilton County Samford University
ATTN: XXXXX ATTN: XXXXX

Public Library of Nashville San Antonio Public Library
ATTN: XXXXx ATTN: Bus Science & Tech Dept

University of Puerto Rico San Diego County Library
ATTN: Doc & Maps Room ATTN: C. Jones, Acquisitions

Purdue University Library San Diego Public Library
ATTN: XXXXX ATTN: XXXXX

*Quinebaug Valley Comeunity College San Diego State University Library
ATTN: X)XXX ATTN: Govt Pubs Dept

Ralph Brown Draughon Lib San Francisco Public Library
ATTN: Microforms & Docs Dept ATTN: Govt Docs Dept

Rapid City Public Library San Francisco State College
ATTN: XXXXX ATTN: Govt Publications Collection

Reading Public Library San Jose State College Library
ATTN: XXXXX ATTN: Docs Dept

Reed College Library San Luis Obispo City-County Library
ATTN: XXXXX ATTN: XXXXX . ..

Reese Library, Augusta College Savannah Public & Effingham Liberty Regional Library
ATTN: XXXXX ATTN: XXXXX

' University of Rhode Island Library Scottsbluff Public Library
ATTN: Govt Publications Office ATTN: XXXXX

University of Rhode Island Scranton Public Library
ATTN: Dir of Libraries ATTN: XXXXX

Rice University Seattle Public Library
ATTN: Dir of Libraries ATTN: Ref Docs Asst

Richard W. Norton Memorial Library, Louisiana College Selby Public Library
ATTN: XXXXX ATTN: XXXXX

Richland Count/ Public Library Shawnee Library System
ATTN: XXXX ATTN: XXXXX

* University of Richmond Shreve Memorial Library
ATTN: Library ATTN: XXXXX

Riverside Public Library Silas Bronson Public Library
ATTN: XXXXX ATTN: XXXXX

University of Rochester Library Simon Schwob Memorial Library, Columbus College
ATTN: Documents Section ATTN: XXXXX

. . . . . .81

.......................................



DIRECTORY OF OTHER (Continued) DIRECTORY OF OTHER (Continued)

Sioux City Public Library Southwest Missouri State College
ATTN: XXXXX ATTN: Library

Skidmore College University of Southwestern Louisiana Libraries
ATTN: XXXXX ATTN: XXXXX %

Slippery Rock State College Library Southwestern University %

ATTN: XXXXX ATTN: XXXXX

South Carolina State Library Spokane Public Library
ATTN: XXXXX ATTN: Reference Dept

University of South Carolina Springfield City Library
ATTN: XXXXX ATTN: Documents Section

University of South Carolina St Bonaventure University
ATTN: Govts Docs ATTN: XXXXX

South Dakota School of Mines & Tech Library St Joseph Public Library
ATTN: XXXXX ATTN: XXXXX

South Dakota State Library St Lawrence University
ATTN: Federal Docs Dept ATTN: XXXXX

University of South Dakota St Louis Public Library
ATTN: Docs Librarian ATTN: XXXXX

South Florida University Library St Paul Public Library
ATTN: XXXXX ATTN: XXXXX

Southdale-Hennepin Area Library Stanford University Library
ATTN: Govt Docs ATTN: Govt Documents Dept

Southeast Missouri State University State Historical Soc Library
ATTN: XXXXX ATTN: Docs Serials Section

Southeastern Massachusetts University Library State Library of Massathusetts
ATTN: Docs Section ATTN: XXXXX

University of Southern Alabama State Library of Ohio
ATTN: XXXXX ATTN: Librarian

Southern California University Library State University of New York
ATTN: Docs Dept ATTN: XXXXX

Southern Connecticut State College Stetson University
ATTN: Library ATTN: XXXXX

Southern Illinois University University of Steubenville
ATTN: XXXXX ATTN: XXXXX .

Southern Illinois University Stockton & San Joaquin Public Library
ATTN: Docs Ctr ATTN: XXXXX

Southern Methodist University Stockton State College Library
AiTN: XXXXX ATTN: XXXXX

University of Southern Mississippi Superior Public Library
ATTN: Library ATTN: XXXXX

Southern Oregon Lollege Swarthmore College Library
ATTN: Library ATTN: Reference Dept

Southern University in New Orleans Library Syracuse University Library
ATTN: YXXXX ATTN: Docs Div -j''"

Southern Utah State College Library Tacoma Public Library
ATTN: Docs Dept ATTN: XXXXX

82 _

... .
-"" .- - '" " - -* " " " - " " - - " - "- .... -" "-" "-" --'" " " "1 -'2 '- -" "- "" "-" " - -- " - -" "-" "-" - 2 ' " * * "- - ""'



DIRECTORY OF OTHER (Continued) DIRECTORY OF OTHER (Continued) S

Tampa, Hillsborough County Public Library UCLA Research Liorary

ATTN: XXXXX ATTN: Public Affairs Service, US Docs

- Temple University Uniformed Svcs University of the Health Sciences

ATTN: XXXXX ATTN: LRC Library

Tennessee Technological University University Libraries

ATTN: XXXXX ATTN: Dir of Libraries

University of Tennessee Upper Iowa College

ATTN: Dir of Libraries ATTN: Docs Collection .4..-'

Terteling Library, College of Idaho Utah State University

ATTN: XXXXX ATTN: XXXXX

Texas A&M University Library University of Utah

ATTN: XXXXX ATTN: Special Collections

* University of Texas at Arlington University of Utah ,

ATTN: Library Documents ATTN: Dept of Pharmacology
ATTN: Dir of Libraries

University of Texas at San Antonio
ATTN: Libjry Valencia Library

ATTN: XXXXX

Texas Christian University
ATTN: XXXXX Vanderbilt University Library

ATTN: Govt Docs Section

Texas State Library
ATTN: US ocs Section University of Vermont

ATTN: Dir of Libraries

Texas Tech University Library
ATTN: Govt Docs Dept Virginia Commonwealth University

ATTN: XXXXX

Texas University at Austin
ATTN: Docs Coll Virginia Military Institute

ATTN: XXXXX

Texas University at El Paso
ATTN: Docs & Maps Library Virginia Polytechnic Inst Library

ATTN: Docs Dept

University of Toledo Library
ATTN: XXXXX Virginia State Library

ATTN: Serials Section

Toledo Public Library
ATTN: Social Science Dept University of Virginia

ATTN: Public Documents

"'. Torrance Civic Center Library o iCn P c b e
ATTN: XXXXX Volusia County Public Libraries

ATTN: XXXXX

Traverse City Public Library
ATTN: XXXXX Wagner College L

.__ATTN: Librarian

Trenton Free Public Library
ATTN: XXXXX Washington State Library

ATTN: Docs Section

Trinity College Library
ATTN: XXXXX Washington State University

ATTN: Library Docs Section

Trinity University Library
ATTN: Docs Collection Washington University Libraries, FM-25

ATTN: Dir of Libraries

Tufts University Library UnvriyofW.igo
ATTN: Doc, Dept University of Washington

ATTN: Docs Div

Tulane University
ATTN: Docs Dept Wayne State University Library

ATTN: XXXXX

University of Tulsa
ATTN: XXXXX Wayne State University Law Library

ATTN: Docs Dept
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DIRECTORY OF OTHER (Continued) DIRECTORY OF OTHER (Continued) -

Weber State College Library William Allen White Library
ATTN: XXXXX ATIN: Govt Documents Div

Wesleyan University William College Library - -
ATTN: Docs Librarian ATiN: XXXXX

West Chester State Coll Willimantic Public Library
ATTN: Docs Dept ATTN: XXXXX

West Covina Library Winthrop College
ATTN: XXXXX ATTN: Docs Dept

University of West Florida University of Wisconsin at Whitewater
ATTN: XXXXX ATTN: Govts Docs Library

West Hills Community Coll Wisconsin Milwaukee University
ATTN: Library ATTN: XXXXX

West Texas State University Wisconsin Oshkosh University
ATTN: Library ATTN: XXXXX

West Virginia Coll of Grad Studies Library Wisconsin Platteville University
ATTN: XXXXX ATTN: XXXXX

University of West Virginia Wisconsin University at Stevens Point
ATTN: Dir of Libraries, Regional ATTN: Docs Section

Westerly Public Library University of Wisconsin
ATTN: XXXXX ATTN: Govt Pubs Dept

Western Carolina University University of Wisconsin
ATTN: XXXXX ATTN: Acquisitions Dept -"

Western Illinois University Library Worcester Public Library
ATTN: XXXXX ATTN: XXXXX

Western Washington University Wright State University Library
ATTN: XXXXX ATTN: Govts Docs Dept

Western Wyoming Community College Library Wyoming State Library
ATTN: XXXXX ATTN: XXXXX

Westmoreland City Comm Coll University of Wyoming
ATTN: Learning Resource Ctr ATTN: Docs Div

Whit,nan College Yale University
ATTN: XXXXX ATTN: Dir of Libraries

Wichita State University Library Yeshiva University
ATTN: XXXXX ATTN: XXXXX

William & Mary College Yuma City County Library
ATTN: Docs Dept ATTN: XXXXX
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